Introduction {#Sec1}
============

The World Health Organization estimates that over 1 million neonates die each year due to respiratory causes.^[@CR1]^ Infants with conditions such as apnea, respiratory distress syndrome, and pneumonia constitute a large group who are at risk for respiratory failure. These infants, as well as those recovering from surgery, often require noninvasive respiratory support. Lack of access to supportive respiratory therapies contributes to the large infant mortality from respiratory failure. While intensive care and mechanical ventilation have been widely adopted in developed countries, these solutions remain out of reach in many resource-limited settings.^[@CR2]^

Bubble continuous positive airway pressure (bubble CPAP) is a safe and effective therapy for infants with mild respiratory distress.^[@CR3]^ It is a low-cost, simple-to-use technology, which has been widely adopted throughout the world.^[@CR2]^ Although many infants improve with initiation of bubble CPAP, it is not effective in the treatment of some infants with moderate or severe respiratory distress. Bilevel positive airway pressure (bilevel PAP) and nasal intermittent positive pressure ventilation (NIPPV) are well-established noninvasive treatments for infants with more severe respiratory distress.^[@CR4]^ Currently these treatments require mechanical ventilators or dedicated bilevel PAP machines, neither of which are readily available in resource-limited settings.^[@CR3]^

A bubble bilevel ventilation device, NeoVent, has been developed that delivers time-cycled, pressure-limited ventilation. The device utilizes a variable buoyancy float, which captures the bubbles from bubble CPAP. This energy is used to change the effective water column depth and cycle between a low- and high-pressure level. In comparison with bubble CPAP, the device has minimal increase in user complexity and estimated cost. Promising results of bench testing in an inanimate model have been previously reported.^[@CR5],[@CR6]^ Here we report the results of in vivo testing of bubble bilevel ventilation using this device in deeply anesthetized rabbits. Our aim was to test the ability of bubble bilevel ventilation to provide pressures comparable to a conventional mechanical ventilator with appropriate gas exchange as demonstrated by arterial blood gas (ABG) analysis.

Methods {#Sec2}
=======

Bilevel PAP modification {#Sec3}
------------------------

The NeoVent consists of an oscillatory valve, which uses the bubbles of bubble CPAP to power cycling between two levels of pressure. In the low-pressure state, bubbles emerge from proximal holes in the submerged expiratory limb of tubing. As in the case of bubble CPAP, this submerged depth of bubbling determines the pressure. A float collects these bubbles, becomes buoyant and rises. In the process, the float pulls up an attached sleeve, which occludes the proximal holes. The air column is forced to travel deeper in the water, to a depth proportional to the value set by a pressure regulator valve external to the water. The float then vents the bubbles, becomes heavy and sinks. The attached sleeve slides down, opening the proximal holes; bubbling from the proximal holes resumes and the pressure decreases to the lower level. This process cyclically repeats, resulting in a controllable bilevel pressure waveform. The levels of pressure are set hydrostatically and can be visually verified by the depth of the water column, similar to bubble CPAP. Specifically, filling the container with additional water increases the low-pressure level while removing water decreases the low-pressure level. The pressure regulator valve can be adjusted to determine the depth to which the air column travels, setting the high level of pressure. (Both low- and high-pressure levels can be adjusted without interrupting device function or introducing contaminants to the water.) The rate of cycling between both pressures is set by the airflow rate; at a high airflow rate, the float becomes buoyant more quickly, decreasing the overall cycling time. Note that the high-pressure level, low-pressure level and cycling rate can all be set independently (Fig. [1](#Fig1){ref-type="fig"}).

Surgical preparation {#Sec4}
--------------------

The experiments were conducted under the University of Michigan Institutional Animal Care and Use Committee (IACUC) protocol 6897 and approved by the University of Michigan Laboratory Animal Welfare committee. Animals were treated according to the Guide for Care and Use of Laboratory Animals 8th edition (US National Institutes of Health publication No. 85-23, National Academy Press, Washington D.C., revised 1996).

Six adult white New Zealand rabbits with mean body weight 3.0 kg (S. Dev. 0.3) constituted the animal study group for bubble bilevel ventilation. This model was selected to approximate the weight and lung size of an infant. Rabbits were anesthetized by intramuscular injection of ketamine 30 mg/kg and xylazine 5 mg/kg. Inhalational isoflurane gas at 0.5--3% (initially via face mask and subsequently via endotracheal tube) was used to ensure adequate anesthesia and decrease spontaneous respirations. The marginal ear vein was cannulated to administer IV fluid and medications. The animals were placed in the supine position and underwent tracheotomy just below the cricoid cartilage. An uncuffed endotracheal tube of 3.0 mm inner diameter was inserted in the trachea and secured with a tie. The carotid artery was cannulated to obtain samples for blood gas analysis. A catheter with normal saline containing heparin was introduced into the carotid artery for continuous arterial blood pressure measurement.

Ventilation procedure {#Sec5}
---------------------

General anesthesia was maintained with inhaled isoflurane connected in line with the inspiratory limb of the respiratory circuit. During the experiment, airway pressure was monitored continuously at the endotracheal tube y-connector. The pressure waveforms were recorded with custom-developed computer data acquisition system with a Honeywell162PC01D pressure transducer for subsequent analysis. The pressure measurement system was calibrated with a water column manometer prior to the start of the study.Fig. 1NeoVent functional diagram.Fig. 2Experimental procedure.

A case control study design was utilized in which each rabbit could serve as its own control. After initial stabilization on a conventional ventilator, bubble bilevel ventilation with NeoVent was alternated with conventional ventilation in a crossover design for three periods lasting 10−15 min (total time 60−90 min). This duration of 10−15 min per treatment (with an ABG recorded at 10 min on each treatment) was selected to reduce the carry-over of pH, pO~2~, pCO~2~ and SaO~2~ values from the previous treatment. Two of the rabbits underwent two periods of NeoVent/mechanical ventilation instead of three periods. In lieu of the third period, these rabbits continued on NeoVent for 60 min to assess the ability of NeoVent to reliably ventilate animals over a longer period of time (Fig. [2](#Fig2){ref-type="fig"}).

The ventilation circuits are depicted in Fig. [3](#Fig3){ref-type="fig"}. To switch between circuits, the inspiratory limb of the circuit was removed from the mechanical ventilator and connected to a compressed air source, while the expiratory limb of the circuit was connected to the NeoVent. Continuous pulse oximetry and end-tidal capnography were used throughout the experiment to instantaneously monitor oxygenation and carbon dioxide clearance. During each period an ABG was obtained at least 10 min into each therapy interval.Fig. 3Respiratory circuits for ventilator and bubble bilevel ventilation.

### Targeting pressure levels of 20/7, 15/5 and 8/5 cm H~2~O with NeoVent {#Sec6}

To test the ability of NeoVent to deliver different pressure gradients, a range of pressures was selected for rabbits 1, 2, and 3. A veterinary anesthetic ventilator (ADS 2000; Engler: Hialeah, FL*)* was alternated with the NeoVent. The ventilator and NeoVent pressure settings were systematically varied from 20/7 to 15/5 to 8/5 cm H~2~O for periods 1, 2, and 3, respectively. The cycling rate was set to approximately 30 cycles/min.

### Ability of NeoVent to "rescue" a rabbit in respiratory failure {#Sec7}

Subsequently, rabbits 1, 2, and 3 underwent a brief period with blow-by air until the oxygen saturation decreased below 70%. This was done to confirm depth of sedation and lack of spontaneous respiratory drive. Support with the NeoVent was reinitiated when oxygen saturation decreased below 70%.

### Targeting a tidal volume of 7 ml/kg with NeoVent {#Sec8}

Rabbits 4, 5, and 6 underwent alternating ventilation with the NeoVent and an Avea ventilator (Carefusion: Yorba Linda, CA). The Avea ventilator's pneumotachometer was used to measure tidal volumes delivered by the NeoVent. The P high and P low were adjusted to deliver tidal volumes of approximately 7 ml/kg, which corresponded to pressures of approximately 12/5 cm H~2~O. The NeoVent cycling rate was set around 60 cycles/min for these three rabbits.

### Ability of NeoVent to ventilate for 60 min continuously {#Sec9}

In rabbits 5 and 6, after initially alternating between bubble bilevel PAP and the ventilator for two periods per method of ventilation, rabbits were ventilated exclusively using the NeoVent for over 60 min with ABGs collected at 30-min intervals to assess device reliability.

Statistical methods {#Sec10}
-------------------

Statistical analyses were completed using SAS/STAT (Version 9.4, SAS Institute, Cary, NC). For each quantitative response variable, a generalized linear mixed model (GLMM) was fit to the data, using the fixed effects of treatment (NeoVent or Vent), time, low pressure, and pressure gradient. Random effects included rabbit and treatment within rabbit. A 90% confidence level was used for each GLMM fit to these data.

To accommodate a two-one-sided *t* test (TOST) procedure and assess NeoVent vs. Vent equivalence, the data were additionally log transformed and analyzed using the same GLMM described above. This allowed us to compare the percent difference between NeoVent and Vent while inverting the underlying statistical hypotheses, thus providing an appropriate penalty considering the under-powered nature of this study. For each NeoVent vs. Vent comparison, an 80% confidence interval for the estimated percent difference was calculated, corresponding to an overall 90% TOST confidence level.

Results {#Sec11}
=======

Pressure delivered by bubble bilevel ventilation {#Sec12}
------------------------------------------------

NeoVent was able to deliver the following pressures consistently: 20/7, 15/5, 12/5, and 8/5 cm H~2~O. The set cycling rate was varied from \~30 to \~60 cycles/min by changing the flow of compressed air/O~2~ in the circuit. Representative pressure waveforms over time on bubble bilevel and are shown in Fig. [4](#Fig4){ref-type="fig"}. NeoVent delivered airway pressures similar to those of the mechanical ventilator throughout the study.Fig. 4Bubble bilevel pressure waveform over time.

Tidal volumes delivered by bubble bilevel ventilation {#Sec13}
-----------------------------------------------------

Lung expansion was confirmed with the clinical picture of vitals, chest rise and auscultation. Tidal volumes were measured using a hot-wire pneumo-tachometer at the endotracheal tube Y-connector. The mean (standard deviation) inspiratory tidal volume on bubble bilevel ventilation was 7.7 (1.7) ml/kg for the rabbit that received 60+ min of continuous NeoVent treatment. In comparison, the mean (standard deviation) inspiratory tidal volume while on the Avea ventilator was 6.8 (0.7) ml/kg. Flow volume-loops on NeoVent were similar to those on conventional mechanical ventilation.

Arterial blood gas measurements and pulse-oximetry {#Sec14}
--------------------------------------------------

Arterial blood gas values were within the acceptable ranges.

Table [1](#Tab1){ref-type="table"} displays the estimated difference in ABG values on bubble bilevel vs. ventilator, with ventilator values normalized to 7.40, 40, 80, 24 (pH, pCO~2~, pO~2~, HCO~3~).Table 1Estimated difference in arterial blood gas values on bubble bilevel vs. ventilator (normalized values).VentilatorBubble bilevelNeoVent 80% CIpH7.407.417.38−7.45pCO~2~4037.733.7−42.2pO~2~8097.6^a^81.0−117.1HCO~3~2423.722.2−25.2^a^Note that because we had the ability to blend oxygen in the NeoVent circuit but not the ventilator circuit, the comparison of arterial oxygen levels may not be as relevant

Figure [5](#Fig5){ref-type="fig"} shows this information in a different format: the estimated % difference (80% CI) for ABG values of pH, pCO~2~, pO~2~, HCO~3~ are displayed for bubble bilevel in comparison with the conventional vent.Fig. 5Estimated % difference (80% CI) for HCO~3~, pCO~2~, pH and pO~2~ on bubble bilevel vs. conventional vent.

Continuous bubble bilevel operation {#Sec15}
-----------------------------------

In rabbits 5 and 6, during prolonged continuous use of the bubble bilevel system for over 60 min, the device cycled continuously without interruption. Mean (standard deviation) of ABG values during this period were as follows: pH 7.4 (0.03), pCO~2~ 46 (6.8) and pO~2~ 96 (21).

Rescue bubble bilevel ventilation {#Sec16}
---------------------------------

When the first three anesthetized rabbits received blow-by air only, their oxygen saturation rapidly decreased to less than 70%. The oxygen saturation rapidly returned to greater than 96% with rescue by bubble bilevel ventilation.

Discussion {#Sec17}
==========

This initial in vivo study in anesthetized rabbits demonstrates that NeoVent provides bilevel positive pressure ventilation similar to that of a conventional mechanical ventilator. There were small and clinically insignificant estimated percent differences of ABG HCO~3~, pCO~2~ and pH values for the bubble bilevel system as compared to the conventional ventilator. It may be that the slight increase in CO~2~ clearance with the NeoVent reflects enhanced gas exchange due to the high frequency oscillations in pressure from the bubbling. A similar effect has been noted in bubble CPAP in comparison with ventilator-based CPAP.^[@CR7]^ Of note, the improvement of pO~2~ on the bubble bilevel system was likely due to the blended mixture of oxygen and air, which powered the system.

The tidal volumes were on average within 0.9 ml/kg of those delivered by a conventional ventilator. The increased tidal volumes with NeoVent are consistent with the above-noted increased clearance of CO~2~; again, this may be due to enhanced gas exchange due to the high frequency oscillations in pressure due to bubbling. The pressure waveforms appear similar to those delivered by a conventional ventilator. The device functioned continuously for over 90 min without interruption of cycling.

Most significantly, bubble bilevel ventilation was able to support effective gas exchange in vivo with normal oxygen saturation and ABG values. All six animals demonstrated normal ABGs while supported by bubble bilevel ventilation. Bubble bilevel support was able to rapidly restore the oxygen saturation following desaturation while on blow-by room air.

Current treatments for respiratory distress in infants {#Sec18}
------------------------------------------------------

Continuous positive airway pressure (CPAP) has been shown to be safe and effective for neonates in respiratory distress.^[@CR2],[@CR8]^ In a preterm lamb model, bubble CPAP was shown to enhance lung volume and improve gas exchange in comparison with ventilator CPAP.^[@CR9]^ Among neonates in respiratory distress, bubble CPAP has led to greater success and shorter hospital length of stay than ventilator CPAP.^[@CR10]^ The simplicity and low cost of bubble CPAP^[@CR11]^ have facilitated its implementation in hospitals around the world over the last 20 years.

Infants with a more severe respiratory distress require additional treatment such as bilevel PAP^[@CR12]^ or NIPPV.^[@CR4],[@CR13]^ In a randomized control trial, bilevel PAP led to reduced hospital stay and decreased oxygen need in comparison with CPAP among preterm infants with respiratory distress syndrome. In a crossover study, infants demonstrated superior gas exchange when on bilevel PAP in comparison with CPAP.^[@CR14]^ While subsequent trials have not confirmed this benefit, they have had relatively short crossover periods of study.^[@CR15]^ NIPPV has been shown to reduce treatment failure leading to intubation and mechanical ventilation in comparison to CPAP.^[@CR16]--[@CR20]^ In a single-center randomized control trial, the time on treatment and oxygen requirements were both decreased in a group treated with NIPPV in comparison with bubble CPAP.^[@CR21]^ Note that both synchronized and asynchronized NIPPV have been shown to be beneficial;^[@CR4]^ clinical experience suggests that if the ventilator does not synchronize with the infant, the infant may synchronize with the ventilator.

Challenges of resource-limited settings {#Sec19}
---------------------------------------

Because there are currently few simple and low-cost mechanisms to deliver bilevel PAP, NIPPV or mechanical ventilation, many hospitals in resource-limited settings are only able to offer bubble CPAP; infants who do not respond to bubble CPAP die for lack of additional respiratory support. There is an urgent need for additional affordable and simple-to-use ventilation technologies.

Our data indicate that a bubble bilevel PAP system can provide respiratory support comparable to conventional mechanical ventilation in terms of pressure and volume delivery, and supporting adequate gas exchange. Because the nonelectric design preserves the simplicity of bubble CPAP, it may be of great utility in resource-limited settings in infants for whom bubble CPAP is ineffective.

Limitations {#Sec20}
-----------

The current study has a number of limitations. This proof-of-concept work is limited to an analysis demonstrating the consistency of airway pressures delivered and normalization of ABGs. Concern for sufficient washout period was mitigated by the observation that, clinically, the animals appeared to have stabilized (e.g. per vital signs) well before the 15-min time period was complete. In addition, other animal studies of simple ventilation devices utilize a crossover design with treatment durations of 10--15 min.^[@CR22]^

Second, the depth of anesthesia varied with the animals. At higher concentrations of isoflurane, the animals became hypotensive. The experiment required that the animals be sufficiently anesthetized to abolish spontaneous respiration, but not so deep as to precipitate hemodynamic instability. A sedated adult rabbit may not be representative of an infant in respiratory distress (e.g. different values of compliance and resistance), but does provide a good model of physiology in a comparably sized animal. Further experiments could be undertaken to investigate the delivery of pressures and volumes in diseased lungs.

Third, the NeoVent is designed to deliver bilevel PAP noninvasively via nasal cannula to infants in respiratory distress. However, a suitable interface for occlusive application of nasal cannula was not available in the rabbit model. Consequently, treatment was delivered through an endotracheal tube and tracheostomy. Tracheostomy and arterial cannulation procedure are associated with their own complications. Prior to placement on NeoVent or mechanical ventilation, three rabbits died of hemodynamic instability after tracheostomy and were not included in the study group. Future experiments could investigate mechanisms to deliver the same support noninvasively in an animal model.

The above limitations non-withstanding, these data are the first to be published with this device in an in vivo model and are critical to device development.

Conclusion {#Sec21}
==========

Given the lack of personnel, funds or infrastructure to provide neonatal mechanical ventilation in resource-limited settings, additional low-cost, low-tech treatments are necessary to save infant lives. This study demonstrates that bubble bilevel ventilation reliably delivers two levels of airway pressure to anesthetized rabbits resulting in normalization of blood gases. These promising preclinical results represent the first steps in validation of device function. If proven effective, simple, low-tech technologies like this device have the potential to significantly impact on global neonatal mortality due to respiratory distress.
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